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5.  The Flat Flame Burner and Sliding Base.

6.  The Slide, Connecting Rod and Photometric Scale, and

Index.

FIG. 3.

7.  The Connecting Pipes.

.8.  The Pentane Ten-Candle Lamp.

9.  The Photoped.

i o.  The Aerorthometer.
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